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We demonstrate a simple interferometric technique
to directly measure the complex optical transmittance
over a large spectral range using a frequency-comb
spectrometer based on a virtually imaged phased array
(VIPA). A Michelson interferometer encodes the phase
deviations induced by a sample contained in one of
its arms into an interferogram image. When combined
with an additional image taken from each arm sepa-
rately, alongwith a frequency-calibration image, this al-
lows full reconstruction of the sample’s optical transfer
function. We demonstrate the technique with a vapor
cell containing H13C14N, producing transmittance and
phase spectra spanning 2.9 THz (∼23 nm) with ∼1GHz
resolution. © 2016 Optical Society of America
OCIS codes: (140.4050) Mode-locked lasers; (300.1030) Spec-
troscopy, absorption; (300.6390) Spectroscopy, molecular; (120.5050)
Phase measurement; (110.5100) Phased-array imaging systems.
http://dx.doi.org/10.1364/ao.XX.XXXXXX
Optical frequency combs have been a revolutionary devel-
opment for spectroscopy, allowing fast measurements, broad
spectral coverage, dense spectral sampling and absolute fre-
quency accuracy [1]. Further, in contrast to many other broad-
band sources, frequency combs are also spatially and temporally
coherent, making comb sources useful for measurements of both
a sample’s amplitude and phase response. In this letter we ex-
ploit these properties to make direct, high quality measurements
of the complex transmittance of a molecular sample.
The magnitude of the optical response of some sample,
whether transmittance, absorbance or reflectance, is the most
commonly reported spectroscopic measurement. It is much eas-
ier to obtain than the phase response, and it is conventionally
held that the Kramers-Kronig relations [2, 3] provide a means to
derive both the real and imaginary components of the complex
transfer function from the magnitude measurement. However,
this is only formally true for causal, linear and time-invariant
systems that have the property of minimal phase [4]. For non-
minimal phase systems, the spectral phase cannot be retrieved
from the amplitude spectrum, and thus a distinct measurement
of the phase response is required to determine the complete opti-
cal transfer function. There are numerous optical measurements
that can benefit from the separate acquisition of phase includ-
ing: dispersion measurements of optical fibers and components
[5], reflectivity characterization of optical thin films [6], detailed
lineshape perturbation analysis [7] and the probing of certain
cavity configurations, most notably micro-resonators [8, 9].
Interferometric spectrometers, such as Fourier-transform
[10, 11], dual-comb [12] and frequency modulated continuous
wave (FMCW) spectrometers [5, 13, 14] can be configured to
yield complex measurements; however, spectrometers based
on spatial dispersion are in general simpler and more robust.
Gohle et al. [15] have achieved phase measurements using a
Fabry-Perot cavity based discriminator but, to our knowledge,
high-quality direct phase measurements with a spatially re-
solved spectrometer have yet to be demonstrated.
In this letter, we demonstrate a technique suitable for simul-
taneously measuring both amplitude and phase spectra using
a comb in conjunction with a virtually imaged phased array
(VIPA) spectrometer [16, 17]. The 2ν3 vibrational overtone band
of H13C14N is used as a minimal-phase optical system to demon-
strate accurate phase retrieval. Measurement of the full optical
transfer function is achieved with the addition of a Michelson
interferometer. One arm of the interferometer is actively length
stabilized such that a λ/4 offset from the path matched condi-
tion is maintained. Working at this point ensures that all comb
modes experience essentially the same phase shift due to the
length mismatch (to within a small linear factor) and leaves the
phase shift due to molecular interaction simply encoded within
three camera images.
The experimental setup is shown in Fig. 1. The frequency
comb (Menlo Systems FC1500) spans∼1500–1600 nm. Its carrier-
envelope-offset frequency ( fCEO) is locked to a cesium beam
clock (Datum CsIII), while the comb repetition rate ( fRR) of
∼250 MHz is stabilized by locking the nearest comb mode to
a cavity-stabilized reference laser (NKT Koheras Boostik E15).
The comb is combined with the reference laser, which acts as a
marker for optical frequency calibration. The light then follows
one of two paths: either it travels through a stabilized low finesse
(∼200) Fabry-Perot (FP) cavity (grey dashed path), or it bypasses
the cavity (solid path) and enters the rest of the experiment. The
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cavity, with a free spectral range (FSR) of 35× fRR = 8.75 GHz
is set to transmit every 35th comb mode and is used to calibrate
the optical frequency axis. The beam is then sent, via a four-port
50:50 coupler and Glan-Thompson polarizer (to ensure identical
beam polarizations), into a wedged beam splitter (WBS) that
feeds the two arms of a Michelson interferometer.
Fig. 1. A simplified schematic of the experiment. Also shown
is the power at the two output ports of the interferometer, P1
and P2, as a function of length detuning (∆l) from the global
interference maximum at P2 at the path-matched condition.
One arm of the interferometer (sample path) contains a
50 mm-long cell of H13C14N at 100± 10 Torr (Wavelength Ref-
erences HCN-13-100) at room temperature (22.5± 1◦ C). The
second arm (reference path) controls the interference condition
between the two arms of the interferometer via a mirror on a
piezoelectric (PZT) stage (PZTI). After recombination, light from
the retro-reflected output port (P2) is directed back to a photode-
tector (PDI) for use in locking the interferometer. Light from the
other output port (P1) is directed through an optical fiber to en-
force beam overlap, before being line-focused into the AR-coated
input window of a VIPA etalon (Light Machinery). The VIPA is
a specialized étalon with a free spectral range (FSR) of ∼50 GHz
and a finesse of ∼100 that disperses the comb light vertically
as a function of wavelength [18]. To avoid frequency ambigu-
ity [19], the VIPA is used in combination with a 600-lines/mm
diffraction grating, oriented to disperse the light horizontally.
The grating is double-passed to provide higher angular resolu-
tion [20]. The resulting beam is imaged on an InGaAs camera
(Xenics Xeva-1.7-320) with a ∼2.9 THz (∼23 nm) spectral range
in the horizontal direction and just over one VIPA FSR in the
vertical direction.
Retrieval of the transmittance and phase data may be un-
derstood by considering the recombination of a single comb
mode at the imaged output of the interferometer (P1). For a light
field of form: E0 exp [i (ωt+ φ)], where E0 is the electric field
amplitude, φ is the optical phase and ω is the angular optical fre-
quency, feeding the interferometer through an ideal 50:50 beam
splitter. In this case, the magnitude of the interference (P1) is:
P1 = E21 + E
2






where E1 = αE0/
√
4, α2 is the attenuation from a double pass
through the sample; E2 = E0/
√
4; ∆l is the change in round-
trip optical path length of the sample arm with respect to the
reference arm; λ is the wavelength and ∆φ is the phase shift












In order to obtain the largest unambiguous phase range and
highest phase sensitivity, the interferometer should be tuned
such that ∆l = λ/4. If we now consider the full ensemble
of comb modes then this length tuning can only be exact for
one central wavelength (λc). If the interferometer is locked
such that it satisfies ∆l = λc/4, an additional term dependent
on detuning from λc is required to fully describe the phase
shift of an individual comb mode. When working with optical
frequency combs it is more natural to use optical frequency, so
we introduce ∆ν = (ν− νc) with νc = c/λc. Expressed in terms
of frequency, and with the additional detuning-dependent term,
the equation for the sample phase shift becomes:







+Φ (∆ν) , (3)
where ∆φ (ν) is the phase shift of an individual comb mode due
to interaction with the sample and Φ (∆ν) = [pi/ (2νc)]∆ν is the
additional term due to the mode’s deviation from νc, which dom-
inates linear dispersion effects from other optical components.
Note that Eqs. 1–3 imply that deviation from a 50:50 split ratio
does not impact phase recovery.
We now describe the process for deriving the complex trans-
mittance. First, we measure two separate VIPA images from the
sample and reference paths alone (by blocking the alternative
path) which yield E21 and E
2
2 respectively. We then measure an
interferogram image when operating at ∆l = λc/4 to find P1.




phase from Eq. 3.
As previously stated, to obtain a high quality interferogram
image, the interferometer length imbalance must be tuned and
stabilized such that ∆l = λc/4. This is achieved by measuring
the retro-reflected interferometer output port (P2 on Fig. 1) using
a photodetector (PDI), which is used to lock the interferometer at
half of its global maximum, as shown in Fig. 2. The error signal
is then passed to a proportional-integral (PI) filter, the output of
which is passed via a piezo controller to the PZT actuator (PZTI)



























Fig. 2. The output of both ports (P1 and P2 in Fig. 1) of the
interferometer as a function of length detuning (∆l) from the
path-matched condition (dashed vertical line).
With the interferometer length locked, the interferogram
image is recorded (Fig. 3(a)). The interferometer lock is then
disabled, and the reference and sample paths are alternately
blocked, recording a sample and reference image, respectively.
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The interferogram image is acquired with 1 ms of integration
time, while the sample and reference images are integrated for
2 ms in order to make best use of the available camera inten-
sity resolution. In the current configuration, switching between
the three image states is done manually, but this can easily be
automated to reduce acquisition times to ∼100 ms.
In order to ensure frequency accuracy of the measurement, a
final frequency calibration image is acquired by imaging the dec-
imated, fully resolved, comb that results from passing through
the FP cavity. This image is taken with the sample path blocked,
and with the FP cavity length stabilized such that it transmits
only the subset of comb-modes containing the mode nearest to
the reference laser, as well as the reference itself. This point is
found by scanning the cavity length and monitoring the pho-
todetector (PDC), stopping at the appropriate local maximum.
The cavity length is dithered around this point and the demodu-
lated transmission signal is used as an error signal to lock the
cavity length [21]. This delivers a decimated version of the comb
with every 35th mode transmitted through the cavity as shown
in Fig. 3(b). The VIPA resolution is sufficient to fully resolve
the decimated comb and thus allows us to identify and assign
a frequency to every imaged comb mode. This in turn allows
us to make a high-quality calibration of the frequency at every















Fig. 3. Left: a typical raw interferogram. The two brightest
spots correspond to the reference laser and the yellow horizon-
tal lines mark out one VIPA FSR containing unique spectral
data. The horizontal separation of adjacent bright vertical
stripes is also one VIPA FSR [19]. Right: raw cavity-decimated
image showing fully resolved comb modes.
The reference, sample and interferogram images contain a
series of near vertical stripes (see Fig. 3(a)), with each stripe
encoding just over one VIPA FSR of spectral information lim-
ited by the VIPA resolution (∼1 GHz). The vertical stripes are
spaced horizontally by one VIPA FSR (∼50 GHz). The use of
the double-pass grating confers sufficient horizontal resolution
to ensure that these features are well separated, minimizing
potential cross-talk between adjacent stripes. It is possible to cal-
culate the transmittance and (uncorrected) phase directly from
the image data, shown in Fig. 4, which may be useful for optical
fingerprinting applications where a detailed understanding of
the spectra is not so important. For more quantitative applica-
tions we have developed a process to reconstruct the underlying
spectra in a more robust way.
The reference image is used as a key to extract the spectral
information from all three images. The horizontal cross-section
of each stripe within the reference image is essentially Gaussian,
with each pixel contributing a signal proportional to the amount
of optical power falling within its borders. By averaging a large






































Fig. 4. Two-dimensional molecular fingerprints for absorp-
tion (left) and phase (right). The effects of the phase ramp are
evident in the phase data.
the underlying Gaussian intensity profile (point spread function).
We use this width approximation, along with an estimate of
the center position, to construct a set of matched filters that
mimic the observed cross-sections. We then calculate the sum of
the pixel-by-pixel products between each cross-section and its
corresponding filter, producing a weighted sum that maximizes
the available signal-to-noise ratio and suppresses any residual
cross-talk between adjacent stripes to well below the noise floor
of the measurement. Applying this process to the entire image
allows efficient extraction of the spectral data, with one data
point per row per stripe. The set of matched filters derived from
the reference image is also used to extract spectral information
from the sample and interferogram images.
As mentioned previously and shown in Fig. 3(b), an image of
the decimated comb and reference laser is used to generate an
optical frequency axis for the spectral data extracted from each
image. Measurements of the wavelength of the reference laser
(HighFinesse WS/7, accurate to ∼10 MHz), comb repetition rate
and carrier-envelope-offset frequency, allow for each imaged
mode to be identified [21]. Least-squares fitting of the identi-
fied modes to a mapping function determines the relationship
between optical frequency and position on the image.
Finally, the transmittance (T = E21/E
2
2) and phase (Eq. 3) are
calculated with E21 , E
2
2 and P1 supplied by the spectral data de-
termined from the sample, reference and interferogram images
respectively. The central frequency (νc) for the phase correc-
tion can be estimated by choosing νc such that the off-resonance
phase is zero; in this case, ∼176.2 THz. For non-minimal phase
systems, determination of νc is more difficult, leading to uncer-
tainties in phase offset and slope, governed by Eq. 3. In this
case νc may be determined, for example, by using a CW laser of
known λ to lock the path length imbalance and thus set νc.
Fig. 5 shows the measured transmittance and phase for a
single measurement of the P1–P24 and R0–R4 lines of the 2ν3 vi-
brational overtone band of H13C14N and Fig. 6 shows a close-up
of the P8 and P9 features. Also visible in these spectra are a series
of smaller hot-band features [23]. The recorded transmittance
spectrum has a signal-to-noise ratio of ∼500 (with sensitivity
of ∼1000 ppm at 1 atm). It corresponds well to a model based
on previous high-resolution measurements of H13C14N [21, 22],
represented by the solid red curve, with the optical path length
through the sample and a linear background correction as the
only free parameters. The phase spectrum exhibits a slightly
reduced signal-to-noise ratio (phase sensitivity of ∼1 mrad), pri-
marily due to non-linearity of the camera. It also corresponds
well to the expected phase response (blue solid curve) modelled
by a Faddeeva function approximation to the complex Voigt pro-
file applied to the high-resolution data. Instrumental broadening
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Fig. 5. Extracted transmittance and phase spectra for the P1–P24 and R0–R3 features of H13C14N. The solid lines show the modelled
transmittance (red) and phase (blue) based on a previous high-resolution absorption measurement [21, 22]. Small (unmodelled)
hot-band features can also be seen in both the transmission and phase data.
of the measured features with respect to the high-resolution mea-













































Fig. 6. Close-up of the P8 and P9 features of H13C14N of Fig. 5.
Smaller (unmodelled) hot-band features and instrumental
broadening can be seen in both spectra and residuals.
In conclusion, we have demonstrated a direct interferometric
measurement of the complex transmittance of H13C14N using a
VIPA-based frequency comb spectrometer. Though powerful in
its current form, this technique is best suited to phase variations
of < 1 rad, which can be overcome by locking to a range of
path imbalances to unambiguously determine relative phase. It
is also currently limited by the VIPA resolution, which can be
improved by fully resolving individual comb modes and thus
taking advantage of the intrinsic frequency accuracy of the sta-
bilized optical frequency comb. This technique demonstrates a
simple, fast, accurate and practical way to directly extract broad-
band amplitude and phase spectra, with potential application to
a diverse range of optical systems.
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